0.10% EtOH 20L
Lot # 07-04-100
Prepared 09/27/06

Mean
Std Dev

Mean
Std Dev

Mean
Std Dev

Mean
Std Dev

0.1011
0.1025
0.1025
0.1026
0.1022

0.1022
0.0006

0.0893
0.0837
0.0987
0.0910
0.0889

0.0903
0.0054

0.0998
0.1052

0.102
0.1009
0.1014

0.1019
0.0020

0.0996
0.0998
0.1003
0.0998
0.1005

0.1000
0.0004

Expires 09/27/07

Darcy's curve,

Melissa's samples
Overall Mean 0.0987
Overall Std Dev 0.00505
Without John's Sampes 0.1008
0.00175
[ 4“‘/’
John's curve and i Uf)/ 5
samples 7
P L0158

Darcy's curve and
samples

Amanda's curve,
Marie's samples




Mean
Std Dev

0.0970
0.0996
0.0991
0.0996
0.0998

0.0990
0.0012

Amanda's curve,
Amanda's samples




0.10% EtOH 20L
Lot # 07-04-100
- Prepared 09/27/06

Mean
Std Dev

0.40% EtOH 2L
Lot # 07-03-400
Prepared

Mean
Std Dev

0.1011
0.1025
0.1025
0.1026
0.1022

0.1022
0.0006

0.3932
0.3954
0.3984
0.3992
0.3985

0.3969
0.0026

Expires 09/27/07
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Chrom Perfect Calibration File

File Name: C:\Methods\BloodAlcohol4.cal
Version: 796

Creator:

Description:

Reason for change:

Internal standard calibration
No injection volume correction
No sample weight correction

Area reject threshold: 5000
Reference peak area reject threshold: 0
Amount units: '

No default component

Method of calculating data point averages: Equal weight for all updates
No calibration update report

All levels are normal data points.

3 Ethanol
Expected retention time: 1.876 minutes
1.0 - Search window: 0.2 minutes
0.9 Internal standard component: 7 (n-Propanol)
: No retention time reference component
0.8~ Group number: 0
0.7 -
2 06 High alarm limit: 0
S - Low alarm limit: 0
@ 05- Component constant: 0
< 04 , I
. Single peak quantification by area
0.3 -
02 - Y =2529557X+0
0.1- Linear fit with equal weighting, forced to origin
’ Coefficient of determination: 0.9998433
0.0 ot ! o T Average erTorn 0.999%
0.00 0.05 0.10 Olfngui(: ROa.t2if 0.30 0.35 0.40 Average CF: 2.039831
RSD: 55.944%

Date and time

Level Amount Response Cal Factor Error,% AmountRatio Response Ratio Source
1 0 (©)] - 0.000 0 0 Manual 4/11/2005 10:03:40 Al
2 0.0319 1524444 4778822 0.329 0.0319  8.095834E-02 C:\Alcohol Data\Ale100206\alc100206.0003.BND 10/2/2006 12:06:21 P}
3 0.0922  444915.1 4825543 3.768 0.0922 0.2420132  C:\Alcohol Data\Alc100206\ale100206.0004. BND 10/2/2006 12:06:28 P?
4 0.1659  764979.2 4611086 -0.831 0.1659 04161664 C:\Alcohol Data\Alc100206\alc100206.0005. BND 10/2/2006 12:06:41 P?
5 0.3769 1828057 4850245 -0.067 0.3769 0.9527526 C:\Alcohol Data\Alc100206\alc100206(1).0006. BND  10/2/2006 2:09:58 PM
Page 1 of 1

Printed on 10/3/2006 8:53:50 AM




Chrom Perfect Chromatogram Report

1200 -

1000

-3.22

800

600 —

-2.66

400

200 —

>— -1.88
INT-

%

T T T T T i T j T T T T T i T
1.0 15 2.0 2.5 3.0 3.5 4.0 4.5

Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/3/2006 Today's Time = 7:14:30 AM
Bound File Name = Simsol100206.0001. RAW

Sample Name = CCS

Date Taken = 10/2/2006 3:02:42 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 456456 0.0961 0.0784
2 2.66 t-Butanol 1585101 1.0076 0.8224
3 3.22 n-Propanol 1878630 1.0000 0.8162

Page 1 of 1

Printed on 10/3/2006 7:14:32 AM




Chrom Perfect Chromatogram Report

1200

1000 —

-3.22

800 —

600 -

-2.66

400 -

N % k
1 1 ! 1

-1.88

-INT-

| T T
0

T i T T T T T T T T T T 7 i T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5

Format File Name = simsoin-JFH.met.FMT

Today's Date = 10/3/2006 Today's Time = 7:14:34 AM
Bound File Name = Simsol100206.0002.RAW

Sample Name = CCS

Date Taken = 10/2/2006 3:17:43 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 444789 0.0952 0.0777

2 2.66 t-Butanol 1555072 1.0057 0.8209

3 3.22 n-Propanol 1846403 1.0000 0.8162

Printed on 10/3/2006 7:14:35 AM

Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000 —

-3.22

800 —

600

-2.66

400

" s L

-1.88

-INT-

T T T i T ' 7 T 7
1.0 1.5 20 25 3.0 3.5 4.0 4.5
Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/3/2006 Today's Time = 7:14:37 AM
Bound File Name = Simsol100206.0003.RAW

Sample Name = 0.10%

Date Taken = 10/2/2006 3:32:45 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

6.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 583556 - 0.1239 0.1011
2 2.66 t-Butanol 1569150 1.0065 0.8215
3 3.22 n-Propanol 1861673 1.0000 0.8162
Printed on 10/3/2006 7:14:37 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000 +

-3.22

800

600

-2.66

400 —|

-1.88

200

&

~INT-

T T T T T T T T T " T T T i T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoin-JFH.met.FMT

Today's Date = 10/3/2006 Today's Time = 7:14:39 AM
Bound File Name = Simsol100206.0004.RAW

Sample Name = 0.10%

Date Taken = 10/2/2006 3:47:47 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAicohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 586353 0.1255 0.1025

2 2.66 t-Butanol 1546196 0.9999 0.8161

3 3.22 n-Propanol 1846619 1.0000 0.8162

Printed on 10/3/2006 7:14:39 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000 —

-3.22

800

600 -

-2.66

400

200 ~ % | | k |

T ' T T | v T T T T T T T T ]
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

-1.88

- INT-

Today's Date = 10/3/2006 Today's Time = 7:14:42 AM
Bound File Name = Simsol100206.0005.RAW

Sample Name = 0.10%

Date Taken = 10/2/2006 4:02:49 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 588892 0.1256 - 0.1025
2 2.66 t-Butanol 1540564 0.9928 0.8103
3 3.22 n-Propanol 1852978 1.0000 0.8162

Page 1 of 1

Printed on 10/3/2006 7:14:42 AM




Chrom Perfect Chromatogram Report

1200

1000

800

600

400

-1.88

200 1

&

-2.85

-3.22

L

-INT-

I T i T T
1.0 1.5 2.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/3/2006

Bound File Name = Simsol100206.0006.RAW
Sample Name = 0.10%

Date Taken = 10/2/2006 4:17:49 PM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

2.5

3.0 ‘ 3.5 ' 4.0 ‘ 4.5
Today's Time = 7:14:44 AM

VDH Headspace Alcohol

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 611946 0.1257 0.1026
2 2.65 t-Butanol 1615549 1.0025 0.8182
3 3.22 n-Propanol 1924406 1.0000 0.8162
Printed on 10/3/2006 7:14:44 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000

800 —|

600 |

400 —

-1.88

200

G

-2.65

-3.22

1

- INT-

T T T T T
1.0 1.5 2.0

Format File Name = simsoin-JFH.met.FMT

Today's Date = 10/3/2006

Bound File Name = Simsol100206.0007.RAW
Sample Name = 0.10%

Date Taken = 10/2/2006 4:32:57 PM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

3.0 I 3.5 ‘ 4.0 ' 4.5
Today's Time = 7:14:47 AM

VDH Headspace Alcohol

6.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 609177 0.1252 0.1022
2 2.65 t-Butanol 1623638 1.0077 0.8225
3 3.22 n-Propanol 1924054 1.0000 0.8162
Printed on 10/3/2006 7:14:47 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1600
1400
1200 | S
1000 g

800 — \

600 — §

400

z =

0 | = T L T { L
T T T T T T T i T T T T T i T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoin-JFH.met. FMT
Today's Date = 10/3/2006 Today's Time = 7:14:49 AM

Bound File Name = Simsoi{100206.0008.RAW

Sample Name = 0.40%

Date Taken = 10/2/2006 4:47:58 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
1 1.88 Ethanol 2321424 0.4817 0.3932

2 2.65 t-Butanol 1598730 1.0021 0.8179

3 3.22 n-Propanol 1905134 1.0000 0.8162

Printed on 10/3/2006 7:14:49 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1600
1400 H
1200 ?
1000 ﬁ

800 — |

600 §

400 -

& =

0 ] ! T 1 II L
T H I ’ I T T T T T T 4 . T ¥ T
1.0 15 20 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoin-JFH.met. FMT
Today's Date = 10/3/2006 Today's Time = 7:14:52 AM

Bound File Name = Simsol100206.0009.RAW

Sample Name = 0.40%

Date Taken = 10/2/2006 5:02:54 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL  Conversion
1 1.88 Ethanol 2298715 0.4845 0.3954

2 2.66 t-Butanol 1568965 0.9989 0.8153

3 3.22 n-Propanol 1875699 1.0000 0.8162

Printed on 10/3/2006 7:14:52 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1600 |

1400

-1.88

1200

1000 +

-3.22

800

600

wn
©
o
400
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il I I 1
T

T 7 T T T T T T T T T i T i T i
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

- INT-

Today's Date = 10/3/2006 Today's Time = 7:14:54 AM
Bound File Name = Simsol100206.0010.RAW

Sample Name = 0.40%

Date Taken = 10/2/2006 5:17:49 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.88 Ethanol 2301546 0.4881 0.3984

2 2.65 t-Butanol 1561854 1.0006 0.8167

3 3.22 n-Propanol 1863946 1.0000 0.8162

Printed on 10/3/2006 7:14:54 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1600

1400

-1.88

1200 -
1000 —
800 *
600 ;

400

“l g g

-2.66

-3.22

~INT-

T T T T T
1.0 1.5 2.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/3/2006

Bound File Name = Simsol100206.0011.RAW
Sample Name = 0.40%

Date Taken = 10/2/2006 5:32:57 PM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

3.0 3.5 4.0 4.5

Today's Time = 7:14:57 AM

VDH Headspace Alcohol

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 2317148 0.4891 0.3992
2 2.66 t-Butanol 1568881 1.0003 0.8164
3 3.22 n-Propanol 1872999 1.0000 0.8162
Printed on 10/3/2006 7:14:57 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1600
1400
1200 2
1000 | |
] o
800
600 ﬁ
400 —
z >
o0l ! ; i f ) !
T T T T T T | N T T T T T T T
1.0 1.5 20 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoin-JFH.met. FMT
Today's Date = 10/3/2006 Today's Time = 7:14:59 AM

" Bound File Name = Simsol100206.0012.RAW
Sample Name = 0.40%
Date Taken = 10/2/2006 5:47:58 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 2351218 0.4883 0.3985

2 2.65 t-Butanol 1601183 1.0045 0.8198

3 3.22 n-Propanol 1903575 1.0000 0.8162

Printed on 10/3/2006 7:14:59 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000

-3.22

800 |

600

-2.65

400 —

" g . i

-1.88

-INT-

T i T T T T T T T i T T T T T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met. FMT

Today's Date = 10/3/2006 Today's Time = 7:15:01 AM
Bound File Name = Simsol100206.0013.RAW

Sample Name = CCS

Date Taken = 10/2/2006 6:03:02 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name , % WT/NVOL Conversion
1 1.88 Ethanol 481794 0.1009 0.0823

2 2.65 t-Butanol 1569914 0.9926 0.8102

3 3.22 n-Propanol 1888604 1.0000 0.8162

Printed on 10/3/2006 7:15:02 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1000 -

-3.22

800

600 —|

-2.66

400 4

p B S B

-1.88

- INT-

7 T T i T T T T T T T i T T T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met. FMT

Today's Date = 10/3/2006 Today's Time = 7:15:04 AM
Bound File Name = Simsol100206.0014.RAW

Sample Name = CCS

Date Taken = 10/2/2006 6:18:02 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 445628 0.0974 0.0795

2 2.66 t-Butanol 1505598 0.9939 0.8112

3 3.22 n-Propanol 1808989 1.0000 0.8162

Printed on 10/3/2006 7:15:04 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200 —
1000 —
p
800 | |
600 - Qe
o
400 - 2
200 |
Z 2
0 ] . T l( ‘I B !
] T ] T li T T v ] T T T
1.0 1.6 2.0 25 3.0 3.5 " 4.0 4.5 5.0
Format File Name = simsoin-JFH.met.FMT
Today's Date = 10/5/2006 Today's Time = 12:25:25 PM
Bound File Name = alc100206.0014.RAW
Sample Name = 0.1% Soln.
Date Taken = 10/5/2006 12:25:23 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min)  Name % WT/NVOL Conversion
1 1.89 Ethanol 517364 0.1095 0.0893
2 2.66 t-Butanol 1581983 1.0111 0.8252
3 3.23 n-Propanol 1868476 1.0000 0.8162
Printed on 10/5/2006 12:25:25 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000

-3.28
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-2.68

400 +

200

- INT-
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T T T T I T T T T T I i l T T
1.0 1.5 2.0 25 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

%

Today's Date = 10/5/2006 Today's Time = 12:40:30 PM
Bound File Name = alc100206.0015.RAW

Sample Name = 0.1% Soln.

Date Taken = 10/5/2006 12:40:25 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area ' Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.89 Ethanol 513622 0.1026 0.0837

2 2.66 t-Butanol 1636149 0.9868 0.8054

3 3.23 n-Propanol 1979887 . 1.0000 0.8162

Printed on 10/5/2006 12:40:30 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200 -

1000 -|

-3.23

800
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400

-1.89
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T T 7 T T T T T I T T 4 T T T
1.0 1.6 2.0 25 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 10/5/2006 Today's Time = 12:55:22 PM

Bound File Name = alc100206.0016.RAW

Sample Name = 0.1% Soln.

Date Taken = 10/5/2006 12:55:20 PM VVDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.89 Ethanol 575606 0.1209 0.0987

2 2.66 t-Butanol 1550996 0.9841 0.8032

3 3.23 n-Propanol 1882100 1.0000 0.8162

Printed on 10/5/2006 12:55:23 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200
1000 — ©
P
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600 8
&
400 - 3
200 | :
% 5
0 | . T L T T :
T T T T [ f T i T T T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = simsoln-JFH.met.FMT
Today's Date = 10/5/2006 Today's Time = 1:10:27 PM
Bound File Name = alc100206.0017.RAW
Sample Name = 0.1% Soin.
Date Taken = 10/5/2006 1:10:21 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
1 1.89 Ethanol 560364 0.1115 0.0910
2 2.66 t-Butanol 1650901 0.9925 0.8101
3 3.23 n-Propanol 1986363 1.0000 0.8162
Printed on 10/5/2006 1:10:27 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200
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400
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|

1.0 1!5 210
Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/5/2006

Bound File Name = alc100206.0018.RAW
Sample Name = 0.1% Soln.

Date Taken = 10/5/2006 1:25:23 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

2.5

Today's Time = 1:25:30 PM

VVDH Headspace Alcohol

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
1 1.89 Ethanol 555590 0.1089 0.0889
2 2.66 t-Butanol 1680271 0.9945 0.8117
3 3.23 n-Propanol 2017642 1.0000 0.8162
Printed on 10/5/2006 1:25:30 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = Alcohol4-JFH.met.FMT 796
Today's Date = 10/5/2006 Today's Time = 1:40:31 PM
" Bound File Name = alc100206.0019.RAW
Sample Name = CCS
Date Taken = 10/5/2006 1:40:24 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration fite = BloodAlcohol4.cal Calibration Version = 796
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.89 Ethanol 451320 0.0949
2 2.66 t-Butanol 1566091 0.9948
3 3.22 n-Propanol 1879839 1.0000
Printed on 10/5/2006 1:40:31 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200 H
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1.0 1.5 2.0 2.5 3.0 . 3.5 4.0 4.5 5.0
Format File Name = Alcohol4-JFH.met.FMT 796
Today's Date = 10/5/2006 Today's Time = 1:55:28 PM
Bound File Name = alc100206.0020.RAW
Sample Name = CCS
Date Taken = 10/5/2006 1:55:25 PM VVDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 796
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.89 Ethanol 462364 0.0959
2 2.66 {-Butanol 1584494 0.9930
3 3.23 n-Propanol 1905376 1.0000
Printed on 10/5/2006 1:55:28 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format Fitle Name = simsoin-JFH.met.FMT

Today's Date = 10/14/2006 Today's Time = 12:58:59 AM
Bound File Name = Alc101306.0040.RAW

Sample Name = 0.10 Sim

Date Taken = 10/14/2006 12:58:57 AM VDH Headspace Alcohol
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.88 Ethanol 620745 0.1223 0.0998

3 2.65 t-Butanol 1638624 0.9988 0.8152

4 3.22 n-Propanol 1961029 1.0000 0.8162

Printed on 10/14/2006 12:58:59 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met. FMT

- INT-

Today's Date = 10/14/2008 Today's Time = 1:14:04 AM
Bound File Name = Alc101306.0041.RAW

Sample Name = 0.10 Sim

Date Taken = 10/14/2006 1:13:59 AM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
1 1.88 Ethanol 632379 0.1289 0.1052

2 2.65 t-Butanol 1578738 0.9958 0.8128

3 3.22 n-Propanol 1895074 1.0000 0.8162

Printed on 10/14/2006 1:14:04 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000

800

—-3.22

600~ %
400 ©
200 i
0 | : : T L T 1 T T L T L :
T T T T T T I T ¥ T T
1.0 15 2.0 2.5 3.5 4.0 4.5 5.0
Format File Name = Alcohol4-JFH.met.FMT 801
Today's Date = 10/14/2006 Today's Time = 1:29:05 AM
Bound File Name = Alc101306.0042. RAW :
Sample Name = CCS
Date Taken = 10/14/2006 1:29:00 AM VDH Headspace Alcohol
Method file = BloodAlcohold.met
Calibration file = BloodAlcohol4.cal Calibration Version = 801
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.88 Ethanol 454433 0.0916
3 2.66 t-Butanol 1589451 0.9920
4 - 3.22 n-Propanol 1915231 1.0000
Page 1 of 1

Printed on 10/14/2006 1:29:05 AM




Chrom Perfect Chromatogram Report

1200 -

1000 -

8
800 | ;
600 — ‘{8
400
200 |
.Y 5
0 L . 1 ; 1 ; Lt
1f0 ‘ 1f5 ' 210 215 ’ 3f0 ‘ 315 I 4.10 ' 415 5.0
Format File Name = Alcohol4-JFH.met. FMT 801
Today's Date = 10/14/2006 “ Today's Time = 1:44:03 AM
Bound File Name = Alc101306.0043.RAW
Sample Name = CCS :
Date Taken = 10/14/2006 1:44:02 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 801
Peak Ret Time Peak Area Amount
Number (min) Name % WT/VOL
1 1.88 Ethanol 440699 0.0914
2 2.65 t-Butanol 1537582 0.9870
3 3.22 n-Propanol 1862053 1.0000

Printed on_10/14/2006 1:44:03 AM

Page 1 of 1




Chrom Perfect Chromatogram Report

1200
1000 -|
800
600 |
400 |

200 ~|

G

-1.88

-3.22

I —— Y
INT.

I T T

T

2.5 3.0 3.5 4.0 4.5

1.0 1.5 2.0 5.0
Format File Name = simsoin-JFH.met. FMT
Today's Date = 10/14/2006 Today's Time = 1:59:08 AM
Bound File Name = Alc101306.0044 RAW
Sample Name = 0.10 Sim :
Date Taken = 10/14/2006 1:59:05 AM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal
Peak RetTime Peak Area Amount Headspace
Number (min). Name % WT/NOL Conversion
1 1.88 Ethanol 623177 0.1250 0.1020
2 2.65 t-Butanol 1610718 0.9998 0.8161
3 3.22 n-Propanol 1925606 1.0000 0.8162
Printed on 10/14/2006 1:59:08 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000 -

-3.22

800

600

-2.66

400

-1.88

200 -

- INT-

&

7 T T T T T T T T r T
1.0 1.6 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/14/2006 Today's Time = 2:14:13 AM
Bound File Name = Alc101306.0045.RAW

Sample Name = 0.10 Sim

Date Taken = 10/14/2006 2:14:06 AM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 602189 0.1237 0.1009

2 - 2.66 t-Butanol 1572942 0.9998 0.8161

3 3.22 n-Propanol 1880460 1.0000 0.8162

Printed on 10/14/2006 2:14:13 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1000

-3.22

800 —

600

-2.65

400 -

-1.88

200

-INT-

&

T 7 T T T T T T T T T T i T T
1.0 1.6 2.0 25 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met. FMT

Today's Date = 10/14/2006 Today's Time = 2:29:12 AM
Bound File Name = Alc101306.0046.RAW

Sample Name = 0.10 Sim

Date Taken = 10/14/2006 2:29:08 AM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.88 Ethanol 600061 0.1242 0.1014

2 2.65 t-Butanol 1551259 0.9939 0.8112

3 3.22 n-Propanol 1865704 1.0000 0.8162

Printed on 10/14/2006 2:29:12 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000 -

q
800 !
600 w0y
o
400
200 |
+ 1
8 2
0 - T T Y N :
T 4 T T T T T T f T i
1.0 1.5 2.0 . 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = Alcohol4-JFH.met.FMT 801
Today's Date = 10/14/2006 Today's Time = 2:44:15 AM
Bound File Name = Alc101306.0047 RAW
Sample Name = CCS
Date Taken = 10/14/2006 2:44:10 AM VDH Headspace Alcohol
Method file = BloodAicohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 801
Peak Ret Time Peak Area Amount
Number (min) Name % WT/VOL
1 1.88 Ethanol 452714 0.0931
2 2.65 t-Butanol 1565948 0.9968
3 %.22 n-Propanol 1877868 1.0000
Printed on 10/14/2006 2:44:15 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200 H

1000

800

600

-265

400 |

200 4 /\\
= . ,

INT+
SBN

-3.22

- INT-

T T T T : :
1.0 1.5 2.0 2.5 3.0

3.5 4.0 4.5 5.0
Format File Name = Alcohol4-JFH.met.FMT 801
Today's Date = 10/14/2006 Today's Time = 2:59:14 AM
Bound Fife Name = Alc101306.0048. RAW
Sample Name = CCS
Date Taken = 10/14/2006 2:59:10 AM VDH Headspace Aicohol
Method file = BloodAlcohold.met
Calibration.-file = BloodAlcohol4.cal Calibration Version = 801
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.88 Ethanol 450685 0.0905
2 2.65 t-Butanol 1593512 0.9898
3 3.22 n-Propanol 1924303 1.0000
Printed on 10/14/2006 2:59:14 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200 —

1000 —|

800

600

400 —|

-1.88

200 —

&

-3.22

-2.66

U

- INT-

T T T T T
1.0 1.5 20

Format File Name = simsoin-JFH.met. FMT

Today's Date = 10/26/2006

Bound File Name = alc102406b.0018.RAW
Sample Name = 0.1

‘Date Taken = 10/26/2006 11:36:34 AM
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Peak Ret Time Peak

25 I 3.0 ' 3.5 ‘ 4.0 ‘ 4.5
Today's Time = 11:36:40 AM

VDH Headspace Alcohol

5.0

Area Amount- Headspace

Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 603399 0.1220 0.0996
2 2.66 t-Butanol 15689175 1.0076 0.8224
3 3.22 n-Propanol 1904657 1.0000 0.8162
Page 1 of 1

Printed on 10/26/2006 11:36:40 AM




Chrom Perfect Chromatogram Report

1200

1000 —

800

600 |

400

-1.88

200

%

-3.22

-2.65

-INT-

JU

T T T T T
1.0 1.5 2.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/26/2006

Bound File Name = alc102406b.0019.RAW
Sample Name = 0.1

Date Taken = 10/26/2006 11:51:35 AM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

2.5 ‘ 3.0 I 3.5 I 4.0 ' 4.5
Today's Time = 11:51:39 AM

VDH Headspace Alcohol

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.88 Ethanol 593658 0.1223 0.0998
2 2.65 t-Butanol 1562071 1.0092 0.8237
3 3.22 n-Propanol 1869114 1.0000 0.8162
Printed on 10/26/2006 11:51:39 AM Page 1 of 1




Chrom Perfect Chromatogram Report

1200 —

1000

800 -

600

400

-1.88

200 %

-2.66

-3.22

- INT-

T T T i T
1.0 1.5 2.0

Format File Name = simsoln-JFH.met. FMT

Today's Date = 10/26/2006

Bound File Name = alc102406b.0020.RAW
Sample Name = 0.1

Date Taken = 10/26/2006 12:06:38 PM
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

25

Today's Time = 12:06:44 PM

VDH Headspace Alcohol

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name , % WT/VOL Conversion
1 1.88 Ethanol 584269 0.1229 0.1003
2 2.66 t-Butanol 1521983 1.0040 0.8195
3 3.22 n-Propanol 1830645 1.0000 0.8162

Page 1 of 1

Printed on 10/26/2006 12:06:44 PM




Chrom Perfect Chromatogram Report

1200 -

1000

800

600

400 -

-1.88

200 -

G

-2.66

-3.22

-

- INT-

T " T ’ T
1.0 1.5 2.0

Format File Name = simsoin-JFH.met. FMT

Today's Date = 10/26/2006

Bound File Name = alc102406b.0021.RAW
Sample Name = 0.1

Date Taken = 10/26/2006 12:21:39 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

25

3.0

3.5 4.0

4.5 5.0

Today's Time = 12:21:40 PM

VVDH Headspace Alcohol

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
- 1 1.88 Ethanol 598507 0.1223 0.0998
2 2.66 t-Butanol 15680648 1.0124 0.8263
3 3.22 n-Propanol 1885480 1.0000 0.8162
Printed on 10/26/2006 12:21:41 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200 4

1000 —

800 —

600

400 |

-1.88

200

%

Py

-2.66

-3.22

-

-INT-

1.|0 ' 1.|5 I 2{0
Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/26/2006

Bound File Name = alc102406b.0022.RAW
Sample Name = 0.1

Date Taken = 10/26/2006 12:36:41 PM
Method file = simsoiln.met

Callibration file = BloodAlcohol4.cal

3.5 4.0

4.5 5.0

Today's Time = 12:36:43 PM

VDH Headspace Alcohol

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 606740 0.1232 0.1005
2 2.66 t-Butanol 1583000 1.0077 0.8224
3 3.22 n-Propanol 1897128 1.0000 0.8162

Page 1 of 1

Printed on 10/26/2006 12:36:43 PM




Chrom Perfect Chromatogram Report

1200

1000

800 —

600 —

-2.66

400

200 -

INT+
SBN
—

-3.22

I

- INT-

T T

T T T T T T T
1.0 1.5 2.0 2.5

Format File Name = Alcohol4-JFH.met.FMT 816

Today's Date = 10/26/2006

Bound File Name = alc102406b.0023.RAW
Sample Name = CCS

Date Taken = 10/26/2006 12:51:42 PM
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal

3.0 3.5 4.0 4.5

Today's Time = 12:51:48 PM

VDH Headspace Alcohol

Calibration Version = 816

5.0

Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.88 Ethanol 386920 0.0804
2 2.66 t-Butanol 1542143 1.0052
3 3.22 n-Propanol , 1852696 1.0000
Printed on 10/26/2006 12:51:48 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000 -

800 —

600

-2.66

400 —

200

INT+
SBN
—

-3.22

.

-INT-

T T

T T f T T T T
1.0 1.5 2.0 25

Format File Name = Alcohol4-JFH.met.FMT 816

Today's Date = 10/26/2006

Bound File Name = alc102406b.0024.RAW
Sample Name = CCS

Date Taken = 10/26/2006 1:06:47 PM
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal

3.0 I 3.5 4.0 I 4.5
Today's Time = 1:06:51 PM

VDH Headspace Alcohol

Calibration Version = 816

5.0

Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL
2 1.88 Ethanol 393051 0.0802
3 2.66 t-Butanol 1560353 0.9983
4 3.22 n-Propanol 1887494 1.0000
Printed on 10/26/2006 1:06:51 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200 -

1000 -

800+

600 —

-2.66

400 -

200 -

INT+
SBN

-3.22

L

- INT-

T T

T T T T f T T
1.0 1.5 2.0 2.5

Format File Name = Alcohol4-JFH.met.FMT 816

Today's Date = 10/26/2006

Bound File Name = alc102406b.0025.RAW
Sample Name = CCS

Date Taken = 10/26/2006 5:31:57 PM
Method file = BioodAlcohol4.met
Calibration file = BloodAlcohol4.cal

30 35 40 45
Today's Time = 5:32:01 PM

VDH Headspace Alcohol

Calibration Version = 816

5.0

Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.88 Ethanol 402205 0.0806
2 2.66 t-Butanol 1575642 0.9902
3 3.22 n-Propanol 1921544 1.0000
Printed on 10/26/2006 5:32:02 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000 -

8
800 (?
600 -
&
400 -
200 - '_;j é A E
0 | T T T T T
T T T v T T T T T T T T T T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0
Format File Name = Alcohol4-JFH.met.FMT 816
Today's Date = 10/26/2006 Today's Time = 5:47:11 PM
Bound File Name = alc102406b.0026.RAW
Sample Name = CCS
Date Taken = 10/26/2006 5:47:05 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 816
Peak RetTime Peak Area Amount
Number (min) Name % WT/NVOL
2 1.89 Ethanol 358726 0.0829
3 2.66 t-Butanol 1325193 0.9603
4 3.22 n-Propanol 1666554 1.0000
Page 1 of 1

Printed on 10/26/2006 5:47:12 PM




Chrom Perfect Chromatogram Report

1200

1000
800
600

400

200 - %

-1.88

-3.22

-2.66

- INT-

T T T
1.0 1.5

T
2.0

Format File Name = simsoin-JFH.met. FMT

Today's Date = 10/26/2006

Bound File Name = alc102406b.0027.RAW

Sample Name = 0.1

Date Taken = 10/26/2006 6:02:06 PM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

25 I 3.0 I 3.5 ‘ 4.0 ‘ 4.5
Today's Time = 6:02:08 PM

VDH Headspace Alcohol

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.88 Ethanol 579113 0.1189 0.0970
2 2.66 t-Butanol 1600123 1.0297 0.8404
3 3.22 n-Propanol 1876624 1.0000 0.8162

Page 1 of 1

Printed on 10/26/2006 6:02:08 PM




Chrom Perfect Chromatogram Report

1200 -

1000 —

800 —

600

400

-1.88

200

&

-3.22

-2.66

3 H L i

-INT-

T i T T T
1.0 1.5 2.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/26/2006

Bound File Name = alc102406b.0028.RAW
Sample Name = 0.1

Date Taken = 10/26/2006 6:17:08 PM
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak

2.5 I 3.0 3.5 ' 4.0 4.5
Today's Time = 6:17:13 PM

VVDH Headspace Alcohol

5.0

Area Amount Headspace

Number (min)  Name % WT/VOL Conversion
1 1.88 Ethanol 593063 0.1220 0.0996
2 2.66 t-Butanol 1571900 1.0142 0.8278
3 3.22 n-Propanol 1871608 1.0000 0.8162
Printed on 10/26/2006 6:17:13 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200
1000
800 -
600 |
400 |

200

&

-1.88

-2.66

-3.22

r_(
INT-

T T T
1.0 1.5,

T
2,0

Format File Name = simsoin-JFH.met. FMT

Today's Date = 10/26/2008

Bound File Name = alc102406b.0029.RAW

Sample Name = 0.1

Date Taken = 10/26/2006 6:32:09 PM

Method file = simsoin.met

Calibration file == BloodAlcohol4.cal

2.5

3.0 ' 3.5 I 4.0 4.5
Today's Time = 6:32:14 PM

VDH Headspace Alcohol

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
1 1.88 Ethanol 585575 0.1214 0.0991
2 2.66 t-Butanol 1556863 1.0123 0.8263
3 3.22 n-Propanol 1857159 1.0000 0.8162
Printed on 10/26/2006 6:32:14 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000

800

600 —|

-1.88

400 -

200 — %

-2.66

L

-3.22

= INT-

T T T T T
1.0 1.5 2.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/26/2006

Bound File Name = alc102406b.0030.RAW
Sample Name = 0.1

Date Taken = 10/26/2006 6:47:08 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

25

3.0 ' 3.5 I 4.0 4.5
Today's Time = 6:47:13 PM

VDH Headspace Alcohol

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 582840 0.1221 0.0996
2 2.66 t-Butanol 15630678 1.0051 0.8204
3 3.22 n-Propanol 1839058 1.0000 0.8162
Printed on 10/26/2006 6:47:13 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200 4

1000 -

-3.22

800

600

-2.66

-1.88

400

200 - %
L I ! I

T " T T T T T i T i T " T T T
1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoin-JFH.met. FMT

-INT-

Today's Date = 10/26/2006 Today's Time = 7:02:23 PM
Bound File Name = alc102406b.0031.RAW '

Sample Name = 0.1

Date Taken = 10/26/2006 7:02:16 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAicohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 611302 0.1223 0.0998

2 2.66 t-Butanol 1617452 1.0148 0.8283

3 3.22 n-Propanol 1924722 1.0000 0.8162

Printed on 10/26/2006 7:02:23 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000

800 |

600 —

400 ~|

200

INT+
-SBN

-3.22

-2.66

- INT-

L

T T T T T T T
1.0 1.5 2.0 2.5

Format File Name = Alcohol4-JFH.met.FMT 816

Today's Date = 10/26/2006

Bound File Name = alc102406b.0032.RAW
Sample Name = CCS

Date Taken = 10/26/2006 7:17:18 PM
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal

3.0 3.5 4.5

Today's Time = 7:17:22 PM

VVDH Headspace Alcohol

Calibration Version = 816

5.0

Peak Ret Time Peak Area Amount
Number (min) Name % WT/VOL
1 1.88 Ethanol 402384 0.0814
2 2.66 t-Butanol 1581246 1.0031
3 3.22 n-Propanol 1903562 1.0000
Printed on 10/26/2006 7:17:22 PM Page 1 of 1




Chrom Perfect Chromatogram Report

. 1200

1000 -

800

600 —|

-2.66

400 —

200

INT+
SBN
—

-3.22

-INT-

i T ¥ T T T T
1.0 1.5 20 25

Format File Name = Alcohol4-JFH.met.FMT 816

Today's Date = 10/26/2006

Bound File Name = alc102406b.0033.RAW
Sample Name = CCS

Date Taken = 10/26/2006 7:32:15 PM
Method file = BloodAlcohold.met
Calibration file = BloodAlcohol4.cal

Today's Time = 7:32:17 PM

VDH Headspace Alcohol

Calibration Version = 816

5.0

Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
1 1.88 Ethanol 406520 0.0843
2 2.66 t-Butanol 1529564 0.9941
3. 3.22 n-Propanol 1858110 1.0000
Printed on 10/26/20086 7:32:17 PM Page 1 of 1




